Simplified calibration of prothrombin time assays.
The calibration of prothrombin time (PT) assays was studied. A simple calibration between pooled normal plasma and pooled stable plasma was as satisfactory as more complex calibration methods based on linear or orthogonal regression between log clotting times of abnormal and/or normal plasmas.